Plasma triglyceride measurement. A comparison of four commercial methods.
This study investigated the reliability of 4 commercially available methods for the assay of plasma triglycerides. The kit methods were those of Boehringer, Dade, Haury and Oxford. The Boehringer method showed a high degree of precision, acceptable accuracy, and consistent day-to-day reproducibility.